Introduction {#Sec1}
============

Cardiac magnetic resonance imaging (MRI) provides incremental impact on clinical decision-making by delivering data about myocardial anatomy, function, tissue characterization, perfusion, diffusion and also metabolism when using MR spectroscopy \[[@CR1]\]. MRI is the clinical standard of reference for the volumetric and functional assessment of the heart \[[@CR2]--[@CR5]\]. Cardiac positron emission tomography (PET) can provide precise information on cardiac perfusion, viability, myocardial metabolism and other molecular processes \[[@CR6]\]. \[^18^F\] FDG cardiac PET visualizes the glucose metabolism in the viable myocyte and is the gold standard for the direct visualization of viability \[[@CR7]\]. The unique combination of PET and MRI offers a comprehensive approach for cardiac diseases \[[@CR6], [@CR8]\], i.e. in inflammatory diseases like myocarditis, sarcoidosis or rejection after heart transplantation \[[@CR9], [@CR10]\]. Both modalities can assess cardiac function.

Recently, hybrid PET/MR systems have been introduced \[[@CR11]\], and allow the evaluation of simultaneously acquired volumetric cardiac data of both modalities. Thus, the question arises whether volumetric parameters could be used interchangeably. Validation studies on co-registering of sequentially acquired \[^18^F\] FDG-PET and MRI data sets showed a good agreement of LV parameters with a systematic bias \[[@CR12]--[@CR14]\]. However, inter- and/or intraday variability of LV parameters can occur, if not acquired simultaneously \[[@CR14]\]. Even the inherent differences in acquisition times between PET and MRI can cause misalignment, mostly due to patient motion or respiration \[[@CR8]\].

LV function and especially the normalized LVESV (LVESVI) is a relevant prognostic factor in patients with coronary artery disease (CAD) and a LVESVI \> 100 ml/m^2^ predicts worse outcome \[[@CR15]\]. In comparative studies, \[^18^F\] FDG-PET showed a non-significant tendency to overestimate LVESV and to underestimate LVEDV, resulting in an underestimation of LVEF values \[[@CR2]\]. The lower temporal and spatial resolution of cardiac \[^18^F\] FDG-PET \[[@CR2]\] as compared to MRI \[[@CR8]\] might be a reason. But, the temporal resolution of gated \[^18^F\] FDG-PET has been improved lately and spatial resolution of MRI is lower in the through-plane direction. Also, cardiac function by \[^18^F\] FDG-PET has been mainly evaluated in patients with CAD, whom often show a heterogeneous myocardial uptake, while patients who undergo \[^18^F\] FDG-PET for non-cardiac reasons sometimes show a homogenous uptake \[[@CR16]\].

The aims of this study were:To test whether an observed homogeneous uptake is sufficient to perform a simultaneous cardiac PET/MR with the residual activity after a PET/CT for non-cardiac indication.To analyse whether the acquired data is sufficient for a LV volumetric and functional analysis.To assess whether bias and limits of agreement are small enough in a way that cardiac PET or MRI volumetric and functional data could be used interchangeably.

Materials and methods {#Sec2}
=====================

Patients {#Sec3}
--------

The present study was performed under the guidelines of the 1964 Helsinki Declaration and approved by the local ethics committee. All patients gave written informed consent and agreed to the anonymous evaluation of their data. The nine patients with CAD gave written consent for viability assessment by PET/MRI the day before. Patients who were scheduled for a non-cardiac PET/CT were asked about their willingness to participate in the PET/MR study prior to the PET/CT acquisition. Twenty of all screened patients between November 2011 and September 2015 with a sufficient, homogeneous myocardial FDG uptake in PET/CT received an additional PET/MRI. Image quality (IQ) was visually graded by the homogeneity of myocardial tracer uptake on a four-point analogue scale (3 = very homogenous, 0 = very low or heterogeneous).

Indications for PET/CT are given in Table [1](#Tab1){ref-type="table"}. Inclusion criteria for this group were: cardiac \[^18^F\] FDG uptake evaluated as \>1 as seen in PET/CT, and age \> 18. An incomplete PET or MRI scan, contraindications for MRI, claustrophobia and state of pregnancy were exclusion criteria. Patients prior to PET/CT received the appropriate fasting protocol \[[@CR17]\] and no additional \[^18^F\] FDG activity for the PET/MR examination; patients for viability assessment received a glucose load protocol \[[@CR18]\]---modified in diabetes mellitus \[[@CR19]\].Table 1Patient characteristicsTotal (n = 29)No-CAD (n = 20)CAD (n = 9)Difference No-CAD/CADMale23158*p* \< 0.05Age \[years\]58 ±1753 ±17.270 ±8.2*p* \< 0.05PET/MR start \[hours after injection\]2.3 ±1.12.8 ±0.91.1 ±0.1*p* \< 0.0001PET image quality (IQ): mean of homogeneity (visual analogue scale \*)2.2 ±0.92.5 ±0.71.6 ±1.1n.s.Mean activity injected \[MBq\]330.7 ±61336.0 ±61318.0 ±64n.s.CAD type 3-vessel disease505 2-vessel disease404 1-vessel disease000 Diabetes mellitus2-2Clinical indication for \[^18^F\] FDG PET/CT scan Testicular cancer44- Lymphoma33- ENT tumour33- Lung cancer33- Bone/soft-tissue tumour22- Breast cancer11- Melanoma11- Fever of unknown origin44-The patient characteristics, including type of coronary artery disease (CAD), age, gender, hours after injection of \[^18^F\] FDG, injected activity and the homogeneity of uptake and indication for PET-CT are given in the table. \*Homogeneity of myocardial tracer uptake was visually graded on a four-point analogue scale (3 = very homogenous uptake, 0 = very low or heterogeneous uptake)

PET/MR protocol {#Sec4}
---------------

Patients were examined in supine position using a simultaneous hybrid PET/MR system (mMR Biograph; Siemens, Erlangen, Germany) with dedicated phased-array surface coils (*mMRBody, mMRSpine*) for combined PET/MR measurements \[[@CR3]\]. For attenuation correction (AC) of the PET data, a two-point Dixon volumetric interpolated breath-hold examination (Dixon-VIBE) sequence was acquired in end-expiration \[[@CR20], [@CR21]\]. The cardiac MRI and PET emission data were acquired simultaneously. The PET data was acquired in list mode. The MRI protocol consisted of a single-slice, steady-state free precession (SSFP) sequence acquired in a two-chamber and a four-chamber view and a stack of contiguous short axis slices. Short-axis SSFP sequences covered the whole heart during several end-expiration breath holds. The repetition time (TR) was automatically adjusted according to the volunteer /patient´s heart rate. The following parameters were applied: slice thickness/increment: 8/8 mm, echo time (TE): 1.51 ms, a mean heart rate-dependent repetition time (TR): 50 ms, flip angle: 50°, typical field of view (FoV): 292.5 x 360 mm, matrix: 208 x 256 voxels (voxel size: 1.4 × 1.4 × 8.0 mm^3^), retrospectively gated with a fixed number of 25 reconstructed phases. From the list-mode PET data, a fixed number of 16 gates were reconstructed using the ordered subset expectation maximization algorithm (3 iterations, 21 subsets, 3-mm gauss filter). The resulting matrix consisted of 128 x 128 voxels (voxel size: 1.4 × 1.4 × 2.03 mm^3^).

Data analysis {#Sec5}
-------------

Three observers evaluated the datasets. Observer (O1) evaluated the MRI and PET datasets. Observer 2 (O2) evaluated only PET and observer 3 (O3) evaluated only MRI data, all blinded to the results of the other method. To assess intra-observer reliability, each evaluation was repeated after a 3-month waiting period, to exclude memory bias. The first measurement is named M1, the second M2 and for the first observer with the modality as index (e.g. M1~PET~ or M1~MRI~).

MRI data analysis {#Sec6}
-----------------

The MRI data was evaluated with CMR42 \[Version 4.0.2 (151), Circle Cardiovascular Imaging Inc., Calgary, Canada\]. The observer was blinded to the results of the gated \[^18^F\] FDG-PET analysis. LVEDV, LVESV and LVMM were assessed using Simpson´s method. Epicardial and papillary contours were drawn only in end-diastole and endocardial contours semi-automatically in all cardiac phases (Fig. [1](#Fig1){ref-type="fig"}). Total LVMM was calculated as the sum of the mass of the papillary muscles and the compacted myocardial mass, and LVEF was calculated with the usual formula \[[@CR22]\]: (LVEDV-LVESV)/LVEDV.Fig. 1Evaluation of short axis cine MR images using cmr42. *MRI data evaluation of a simultaneously acquired PET/MR data set in a patient with a previous non-cardiac PET/CT examination:* Delineation of the epicardial and endocardial contours in the short axis orientation in the end-diastole (phase 3) is shown in the left upper frame. The image locator in the two-chamber view is depicted in the left mid-centre. The volumes of the ventricle and the calculated ejection fraction are depicted on the top right centre of the image. Note that papillary muscles were determined separately (*violet segmentation*)

PET data analysis {#Sec7}
-----------------

The co-registration of the averaged PET and Dixon-VIBE data---used for AC---was visually inspected to rule out misclassifications prior to the analysis with Corridor 4DM (Ann Arbor, MI, USA, Version 6.1.5) \[[@CR22]\]. The mitral valve and apex were visually identified, tagged manually and an initial estimate of the ventricles were created by the software on the basis of a two-dimensional gradient image \[[@CR2]\]. LVEDV, LVESV, LVEF and LVMM were calculated automatically from the computed epi- and endocardial contours \[[@CR23]\] (Fig. [2](#Fig2){ref-type="fig"}).Fig. 2Evaluation of gated PET data using Corridor4DM. *Cardiac PET images of the LV of a patient after a previous PET/CT. Even with fasting using the residual FDG uptake, the image quality was scored 3 (very homogenous myocardial FDG uptake):* Summed frames (A), end-diastolic frames (B), end-systolic frames (C) in three short axes, horizontal long axis and vertical long axis views are shown. The delineation of the left ventricular borders is processed automatically from the PET images (*top right image*) delineation. The time-volume curve of the left ventricle over the different cardiac phases is shown graphically together with the volumetric results in (D). Note that anatomical structures such as the papillary muscles can be depicted better during systole (B) than during diastole (B)

Statistical analysis {#Sec8}
--------------------

Statistical analyses were performed using MedCalc for Windows, Vers.12.5 (MedCalc Software, Ostend, Belgium). Mean differences between both modalities were tested using the Student's *t* test for paired samples. A *p* value \< 0.05 was considered to be statistically significant. Correlation between methods was calculated using Pearson coefficients.

Intra- and interobserver reliability were assessed as intraclass correlation coefficient (ICC) and analysed as follows:Intra-observer reliability:M1 and M2 of O2 and O3, respectively.Inter-observer reliability:M1~PET~ of O1 and M1 of O2;M1~MRI~ of O1 and M1 of O3Inter-modality reliability:M1 of O2 and M1 of O3.

Furthermore, linear regression analysis was performed and Bland--Altman plots \[[@CR24]\] generated.

Results {#Sec9}
=======

Patient characteristics {#Sec10}
-----------------------

Twenty-nine patients (23 male, 6 female) were included---detailed characteristics are shown in Table [1](#Tab1){ref-type="table"}. Twenty patients underwent a non-cardiac PET/CT, and the other nine patients with CAD received viability assessment. Mean study population age was 58 ±17 years, while the CAD patients were significantly older. Patients who underwent PET/MR after PET/CT had no history of cardiac diseases (non-CAD).

Image quality {#Sec11}
-------------

All patients showed a diagnostic IQ; non-CAD and CAD patients had a mean IQ of 2.5 ±0.7 and 1.6 ±1.1, respectively (*p* \< 0.0001). The IQ was ≤1 in six out of nine CAD patients and \>1 in all non-CAD patients. Two CAD patients had diabetes mellitus without influencing the IQ of the FDG-PET. Nevertheless, the IQ influenced negatively the correlation of LVMM (Table [2](#Tab2){ref-type="table"}).Table 2Influence of PET image quality (IQ) on Pearson correlation (r) between PET and MR assessment of LV parametersImage quality (IQ)LVEDV*p* valueLVESV*p* valueLVEF*p* valueLVMM*p* value0--1 \[n = 6\] only CAD patients0.96\<0.050.99\<0.010.98\<0.050.790.22 \[n = 9\]0.98\<0.00010.97\<0.00010.84\<0.010.90\<0.013 \[n = 14\]0.94\<0.00010.97\<0.00010.89\<0.00010.85\<0.0001

Acquisition time, heart rate (HR) and radiation exposure {#Sec12}
--------------------------------------------------------

Acquisition time was 900 ±0 s, i.e. 15 min for gated PET and 229 ±57 s (i.e. 3.82 min) for MRI. The mean HR during the MR acquisition was 64 bpm (SD: ±13; range: 41--94 bpm), and the resulting mean RR interval was 970 ms (SD: ±196; range: 640--1475 ms). As expected, the mean HR and other HR-dependent parameters of the PET acquisition were comparable to the data of the simultaneously acquired MR acquisition with a mean PET HR of 65 bpm (SD: ±13; range: 48--93 bpm), and a resulting mean RR interval of 950 ms (SD: ±173; range: 647--1237 ms).

Initially administered activity for the PET/CT was 330 ±61 MBq resulting in an effective dose of 6.3 ±1.2 mSv. Due to PET/CT being prior to PET/MR in the majority of patients, PET/MR was performed 2.3 ±1.1h after the administration of \[^18^F\] FDG intravenously. It took approximately 30 min to reconstruct the gated PET from the list-mode raw data. Static PET could be fused with static MR images with dedicated PET/MR software (syngo.via VA20, SIEMENS Healthcare) for clinical reporting.

LV volumetric and functional parameters {#Sec13}
---------------------------------------

A summary of the results is shown in Table [3](#Tab3){ref-type="table"}. The mean LVEDV measured by MRI was 173.0 ±89.1 mL, and by PET 144.4 ±82.9 mL (*p* \< 0.0001) with a correlation of r = 0.95 (*p* \< 0.0001) and a regression equation y = 25.3703 + 1.0225x (R^2^ = 0.91). Bland--Altman analysis revealed an underestimated LVEDV by PET (28.6 ±28 mL; Fig. [3](#Fig3){ref-type="fig"}). The mean LVESV measured by MRI was 101.1 ±92.2 mL, and by PET 81.2 ±75.5 mL (*p* = 0.0005) with a correlation of r = 0.97 (*p* = 0.0001) and a regression equation y = 5.0601 + 1.1818x (R^2^ = 0.94). Bland--Altman analysis revealed an underestimated LVESV by PET (19.0 ±26.9 mL; Fig. [4](#Fig4){ref-type="fig"}). Mean LVEF measured by MRI was 48.9 ±21.0%, and by PET 51.0 ±18.4% (n.s.) with a correlation of r = 0.91 (*p* \< 0.0001) and regression equation y = −4.1801 + 1.0421x (R^2^ = 0.83). Bland--Altman analysis revealed only a small bias of −2.0 ±8.6% (Fig. [5](#Fig5){ref-type="fig"}). Mean LVMM measured by MRI was 144.4 ±61.4 g, and by PET 161.9 ±49.6 g with a correlation of r = 0.87 (*p* \< 0.0001) and regression equation y = −28.8795 + 1.0700x (R^2^ = 0.75). Bland--Altman analysis revealed an overestimated LVMM by PET (−17.5 ±31.0 g; Fig. [6](#Fig6){ref-type="fig"}).Table 3Volumetric and functional results of MRI and cardiac PET in comparison to sequential MRI and PET trials in the literatureMRI (mean, SD)PET (mean, SD)CorrelationBiasUpper LOALower LOACurrent study \[n = 29\]LVEDV \[ml\]173 ±89144 ±82r = 0.95; *p* \< 0.000128.682.5−25.3Subgroup\
CAD \[n = 9\] No-CAD \[n = 20\]273 ±98\
128 ±29236 ±93\
103 ±26r = 0.92\
r = 0.6936.6\
25.1109.9\
68.0−17.9\
−19.9Khorsand et al. \[[@CR12]\] \[n = 20\]189 ±99170 ±68r = 0.92;\
*p* \< 0.0001−1971.2−109.2Schäfer et al. \[[@CR2]\] \[n = 42\]176 ±53177 ±56r = 0.94;\
*p* \< 0.00001039−39Slart et al. \[[@CR11]\] \[n = 38\]131 ±57117 ±56r = 0.91;\
*p* \< 0.00119.656.3−17.1Current study\
\[n = 29\]LVESV \[ml\]101 ±9281 ±76r = 0.97;\
*p* \< 0.000119.872.7−33.1Subgroup\
CAD \[n = 9\] No-CAD \[n = 20\]213 ±92 51 ±20171 ±79 41 ±16r = 0.93\
r = 0.6241.7\
10.0108.5\
41.3−25.2\
−21.3Khorsand et al. \[[@CR12]\] \[n = 20\]112 ±93101 ±60r = 0.93;\
*p* \< 0.0001−1175.2−97.2Schäfer et al. \[[@CR2]\] \[n = 42\]118 ±50126 ±52r = 0.95;\
*p* \< 0.00001−724−38Slart et al. \[[@CR11]\] \[n = 38\]91 ±1285 ±51r = 0.94;\
*p* \< 0.000112.539.0−14.0Current study \[n = 29\]LVEF \[%\]49 ±2151 ±18r = 0.91;\
*p* \< 0.0001−214.8−18.9Subgroup\
CAD \[n = 9\]\
No-CAD \[n = 20\]23 ±9.8 61 ±1228.5 ±11 61 ±10r = 0.74\
r = 0.70−5.6\
−0.59.6\
16.5−20.7\
−17.4Khorsand et al. \[[@CR12]\] \[n = 20\]46 ±1844 ±13r = 0.85; *p* \< 0.0001−316.6−22.6Schäfer et al. \[[@CR2]\] \[n = 42\]35 ±1131 ±8r = 0.94;\
*p* \< 0.00001413−5Slart et al. \[[@CR11]\] \[n = 38\]33 ±1233 ±11r = 0.96;\
*p* \< 0.00013.47.7−0.9Current study \[n = 29\]LVMM \[g\]144 ±61162 ±50r = 0.87;\
*p* \< 0.0001−17.543.2−78.2Subgroup\
CAD \[n = 9\]\
No-CAD \[n = 20\]208 ±74 116 ±22215 ±57 138 ±20r = 0.78\
r = 0.50−6.4\
−22.584\
18.2−96.9\
−63.2Khorsand et al. \[[@CR12]\] \[n = 20\]200 ±46196 ±44r = 0.75;\
*p* \< 0.001−458.7−66.7Results are given in mean with standard deviations (SDs). Furthermore, the Pearson correlation coefficient (r), and the bias and the lower and upper limits of agreement (LOA) of the Bland--Altman analysis are given. Fig. 3Comparison of simultaneously acquired \[^18^F\] FDG PET and MRI measurements of LVEDV:. (A) Regression analysis between left ventricular end-diastolic volume (LVEDV) assessed by MRI and gated PET. (B) Bland--Altman plot showing an underestimation of 28.6 ml by PET compared to MRI. Limits of agreement were −25.4 and 82.6 ml. *White dots* represent patients after PET/CT, *red dots* those with primary PET/MR for viability assessment Fig. 4Comparison of simultaneously acquired \[^18^F\] FDG PET and MRI measurements of LVESV. (A) Regression analysis for LVESV assessed by MRI and gated PET (B) Bland--Altman plot with a significant underestimation (19.8 ml) by PET. Limits of agreement were −41.6 and 81.3. *White dots* represent patients after PET/CT, *red dots* primary PET/MR for viability assessment Fig. 5Comparison of simultaneously acquired \[^18^F\] FDG PET and MRI calculations of LVEF. (A) Regression analysis for LVEF fraction assessed by MRI and gated PET. (B) Bland--Altman plot with a bias of −2%, limits of agreement were −19.3% and 15.3%. *White dots* represent patients after PET/CT, *red dots* primary PET/MR for viability assessment Fig. 6Comparison of simultaneously acquired \[^18^F\] FDG PET and MRI calculations of LVMM. (A) Regression analysis between left ventricular myocardial mass assessed by MRI and gated PET. (B) Bland--Altman plot shows a LVMM bias of −17.5 g. LOA values were -- 79.1 and 44.1. *White dots* represent patients after PET/CT, *red dots* primary PET/MR for viability assessment

### Reproducibility {#Sec14}

Intraobserver reliability was very high and comparable in both modalities for all LV parameters (ICC ≥ 0.95). Interobserver reliability was very high for all LV parameters in PET (ICC ≥ 0.96). In MRI, the interobserver reliability was high for LVEF (ICC = 0.87), and very high for all other LV parameters (Table [4](#Tab4){ref-type="table"}). The standard error of the estimate (SEE) of the regression analysis was 27.9 ml for EDV, 23.7 ml for ESV, 8.7% for EF and 31.3 g for LVMM.Table 4Intra- and interobserver variability: Intraclass coefficient with a 95% confidence interval (CI), bias and LOA of the Bland--Altman analysisMRIPETICC \[95% CI\]BiasLOAICC \[95% CI\]BiasLOAIntraobserverLVEDV (ml)0.99 \[0.98--0.99\]−4.8−31.5; 22.00.98 \[0.96--0.99\]2.4−26.5; 31.4LVESV (ml)1 \[0.99--1\]−2.9−20.1; 14.20.99 \[0.98--0.99\]−0.2−22.3; 21.8LVEF (%)0.96 \[0.92--0.98\]0.5−10.2; 11.20.97 \[0.95--0.99\]1.4−6.3; 9.2LVMM (g)0.95 \[0.89--0.97\]1.9−35.6; 39.40.97 \[0.94--0.99\]0.8−21.2; 22.8InterobserverLVEDV (ml)0.96 \[0.92--0.98\]−3.9−54.6; 46.80.99 \[0.99--1\]−0.3−18.3; 17.6LVESV (ml)0.97 \[0.93--0.98\]−7.9−55.4; 39.60.99 \[0.97--0.99\]−4.1−28.6; 20.4LVEF (%)0.87 \[0.74--0.93\]4.1−16.2; 24.40.96 \[0.92--0.98\]2.0−8.2; 12.1LVMM (g)0.94 \[0.88--0.97\]18.6−19.5; 56.60.97 \[0.94--0.99\]−3.3−26.3; 19.7

Discussion {#Sec15}
==========

Assessment of left ventricular volumes, function and mass data is feasible with a homogenous residual activity of a previous PET/CT examination. If acquired with simultaneous cardiac PET/MR, parameters correlated well between PET and MRI readouts with only small bias, (Table [3](#Tab3){ref-type="table"}). However, the limits of agreement (LOAs) are rather wide, such that PET and MRI functional and volumetric data could be used interchangeably.

Intra- and interobserver reliability was slightly lower in PET as compared to MRI, although MRI is a frequently used standard of reference. These results are not surprising, because the cardiac PET algorithm for the volumetric and functional evaluation does not allow much user-software interaction. Observers can only change the LV axis, the position of the apex and the mitral valve. Epicardial and endocardial contours are detected automatically and cannot be changed manually. Papillary muscles are merged into the contours or neglected due to low uptake. With more possible user interaction, the inter- and intraobserver variability increases \[[@CR25]\]. The contours, defined in the MRI datasets, can be modified substantially and partial volume effects of the papillary muscles and the manual correction can lead to discrepancies in the different measurements. Therefore, we conclude that the higher intra- and interobserver variability deduces itself from higher user-software interaction and can be decreased by reader consensus training \[[@CR26]\].

We acquired the SSFP sequences in expiration, because our own unpublished experience in consensus to other studies has revealed \[[@CR20], [@CR21]\] that this method leads to the most accurate thoracic image fusion, due to free breathing being mainly an end-expiration phase \[[@CR27]\]. Additional respiratory gating of the PET acquisition, usually triggered by MR navigator pulses, may improve image fusion, however, at the cost of higher acquisition time \[[@CR21], [@CR27]\].

The correlation between MRI and PET with corresponding coefficients for LVEDV, LVESV and LVEF is comparable to other studies \[[@CR2], [@CR12], [@CR13]\], except LVMM, which was lower in one study \[[@CR13]\]. All three studies quoted in Table [3](#Tab3){ref-type="table"} examined patients exclusively with coronary CAD and reduced LVEF. In our study, only 31% of patients had CAD.

Different temporal resolutions can significantly alter the correct assessment of LVEF, if the end-diastolic and end-systolic phases are not detected properly \[[@CR28], [@CR29]\]. In patients with severely impaired LVEF, the differences between LV volumes in each phase are smaller. Therefore, a lower temporal resolution has less influence on LVEF compared to patients with normal or slightly decreased LVEF \[[@CR4]\].

The TR of our used SSFP sequence was automatically adjusted to HR and ranged between 46--52 ms. The mean TR of our examined cohort was 50 ms (SD: ±1.3; range: 46--52), the mean HR was 64 bpm (SD: ±13; range: 41--94 bpm), the resulting mean RR interval was 970 ms (SD: ±196; range: 640--1475 ms). Therefore, in our cohort, the mean HR was rather low, and the corresponding RR interval was high, which are rather optimal conditions to achieve a high temporal resolution. Taking this information into account, we had a mean maximum phase duration of 970/20 = 48.5 ms to catch the systolic phase appropriately within 5% of the RR interval. However, a "temporal partial volume effect" may occur with a loss of precision in the determination of systolic volumes in some patients, and thus a potential underestimation of the ejection fraction.

Due to the fact that a fixed number of 16 gates were reconstructed with the PET acquisition, the mean gate length of the PET reconstruction was 60 ms (SD: ±11; range: 40--77 ms) in our cohort. Therefore, the mean temporal resolution of the PET acquisition was obviously lower than the temporal resolution of the MR acquisition with a mean percentage of the PET gate length with the MR TR of 118% (SD: ±23; range: 79--159%).

However, the reconstructed temporal resolution of MRI in our study was nearly 40% higher with a fixed number of 25 reconstructed phases per cardiac cycle in MRI as compared to a fixed number of 16 gates in cardiac PET, compared to all other cited studies (Table [2](#Tab2){ref-type="table"}): Khorsand et al. (MRI 12--16 phases, PET: 8 gates), Schaefer et al. (MRI: 12--16 phases, PET: 8 gates) and Slart et al. (MRI: approximately 20 phases, PET: 16 gates). This difference in temporal resolution may not have significantly contributed to the differences of LV parameters between the methods, but may have contributed to the differences compared to other studies. Slart et al. had the best correlation for LVEF with an equal temporal resolution.

While the spatial "in-plane" resolution---the voxel size was 1.4 × 1.4× 8.0 mm^3^ for MRI and 1.4 × 1.4 × 2.03 mm^3^ for PET---was the same for MRI and PET, the spatial "through-plane" resolution was higher in PET. However, since the orientation in cardiac MRI is along the cardiac axis, while in PET it is along the z-axis of the patient, the spatial resolution is not directly comparable, especially if the variable position of the heart is considered. However, the higher spatial "through-plane" resolution of PET is, in our opinion, not the main factor for the difference between the results.

Comparable to other trials, the volumetric assessment of simultaneously acquired PET and MRI data showed significantly lower mean left ventricular volumes with PET as compared to MRI, also in the subgroups with and without CAD (Table [3](#Tab3){ref-type="table"}). Furthermore, there were tendencies towards higher calculated LVEF and LVMM values with PET.

Non-CAD patients demonstrated similar results to Schaefer et al. \[[@CR2]\], but narrower LOA and a smaller bias for LVESV as well as LVEDV compared to other studies \[[@CR12], [@CR13]\] and comparable results to another. LVEF showed similar bias and wider LOA \[[@CR12], [@CR13]\]. However, the interobserver reliability in PET is lower than in the study of Khorsand et al. (values in brackets): −0.3 ±9 mL (5 ±16 mL) for LVEDV, 2% ±5% (1 ±5%) for LVEF and −3.3 ±12 g (24 ±17 g) for LVMM, although all values did not significantly differ from 0 \[[@CR12], [@CR13]\].

In contrast to Khorsand et al., in our study, gated PET overestimated the mean LVMM by 18 g as compared to MRI. Also, different definitions of the LV cavity may contribute to this: In MRI, segmentation is driven by the visible anatomical structures, while in PET, algorithms of the maximal \[^18^F\] FDG uptake in the myocardial wall are used to define an intramyocardial centreline from which the endo- and epicardial contours are estimated \[[@CR12]\]. Unfortunately, the algorithms behind these volumetric calculations are not fully public yet. Morphological data from simultaneously acquired MRI could be used to further improve segmentation algorithms for gated PET.

There is a lack of consensus concerning preparation of patients undergoing cardiac \[^18^F\] FDG-PET \[[@CR16]\]. The nine patients for viability assessment received a glucose load \[[@CR11]\]. In contrast, the 20 patients that underwent PET/MR as a subsequent examination after PET/CT followed a fasting protocol that suppresses body muscle \[^18^F\] FDG uptake but does not prevent an incidental homogenous cardiac uptake \[[@CR30]\]. In our case, only patients with this incidental homogenous myocardial uptake after PET/CT and who agreed to undergo another PET/MRI examination and had no contraindications to MRI were included in the study. This incidental homogenous uptake occurred in approx. 20% of the patients examined, which is in line with a prior study \[[@CR31]\]. Better image quality of the cardiac PET in patients that underwent PET/CT for non-cardiac reasons compared to that of patients with ischaemic scar tissue is probably due to the fact that the first group had presumably no history of cardiac pathologies (Table [3](#Tab3){ref-type="table"}, Fig. [2](#Fig2){ref-type="fig"}).

However, differences in PET IQ influenced negatively the evaluation of LV parameters for LVMM calculations only (Table [2](#Tab2){ref-type="table"}). The question of how the PET/MRI outcome parameter agreement as obtained in this feasibility study employing \[18F\] FDG as a viable PET tracer would translate into simultaneous PET/MRI studies utilizing blood flow PET tracers like \[13N\] ammonia or \[83Rb\] rubidium needs to be answered by subsequent studies. This especially refers to the LV function assessment in low-EF ranges in which the limited temporal resolution by the 8-bin PET gating techniques can lead to a bias.

Limitations {#Sec16}
===========

If our mean reported TR of 50 ms is considered as the "real" temporal resolution of our CINE-SSFP sequence, as some authors recommend \[[@CR32]\], rather than the reconstructed frames/phases per heartbeat, which were fixed at 25 phases, then the underestimation of PET functional parameters is not only caused by the use of residual activity, but also intrinsically due to the MR technology used itself. Furthermore, the interpretation of our results is limited due to the small number of patients, though comparable to other studies in terms of patient number and results. We examined patients with and without CAD, different to Slart, Schaefer, and Khorsand et al., who evaluated patients with known CAD and reduced LVEF. Due to the sequential study design, the average time between administration of \[^18^F\] FDG and PET/MR was 2.3 h ±1.2 h, resulting in a lower count rate as compared to a standard \[^18^F\] FDG-PET, which is performed 40--60 min after \[^18^F\] FDG administration \[[@CR12]\]. However, it has been demonstrated, that the use of half of the usual activity in PET/MR seems prudent \[[@CR33]\] and high-definition hybrid cardiac FDG PET/MR has been shown to be diagnostic using a mean activity of only 150 ±70 MBq \[[@CR34]\], which is approximately half of the mean dose used in our study. It is comparable to the mean activity still available after 2.8 h on average in our non-CAD patients, which corresponds to 1.5 half-lifes of \[^18^F\] FDG or 165 min.

Conclusion {#Sec17}
==========

Despite a decent correlation between volumetric analysis of simultaneously acquired LVEF and LVMM PET data, obtained with model-based automated analysis software, comparable to sequentially acquired data in the literature, biases are observed with an expected underestimation of LVEF and LVSV. However, since the LVEF especially shows wide LOAs, the methods should not be used interchangeably. Cardiac volumetric analysis is feasible from PET data in patients who incidentally present with a homogenous cardiac uptake after previous whole-body PET/CT under fasting conditions, so that the fast, automated LV segmentation algorithms from cardiac PET analysis software can still be used reliably to allow for a fast and standardized evaluation. If residual myocardial \[^18^F\] FDG activity is used in PET/MR examinations, one should rely on MRI SSFP cine imaging as the gold standard. However, our results support the proposal to reduce the usual applied \[^18^F\] FDG activity in cardiac PET/MR for viability assessment from other groups \[[@CR11], [@CR35]\], which is of interest in terms of patient radiation protection.
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:   Magnetic resonance imaging
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:   Positron emission tomography
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:   Hybrid PET/magnetic resonance imaging
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:   Left ventricular

LVEDV

:   Left ventricular end-diastolic volume

LVESV

:   Left ventricular end-systolic volume
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:   Left ventricular ejection fraction

LVMM

:   Left ventricular end-diastolic myocardial mass
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:   Body surface-normalized LVESV
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SSFP
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